Methods 
Introduction
First-generation drug-eluting stents (DESs) were introduced primarily with the goal of reducing neointimal hyperplasia and the subsequent in-stent restenosis. A large number of studies have shown that first-generation DESs reduce the need for target lesion revascularization by 40%-70% compared with the bare metal stent (BMS). [1] [2] [3] [4] As a potential step forward in stent technology, secondgeneration DESs were developed with thinner stent struts and more desirable flexibility, deliverability, and polymer biocompatibility. 5, 6 Although first-and second-generation DESs with durable polymer have proved to be a successful method for drug loading and drug release, 7 inflammation and hypersensitivity reaction, induced by the polymer component of these stents, have prompted researchers to develop biodegradable polymer stents in order to overcome this limitation. [8] [9] [10] [11] In the majority of the previous studies, first-generation DESs and more specifically, the CHYPHER ® stent, are considered a gold standard, against which newer stents are compared. Furthermore, novel DESs compared to the firstgeneration sirolimus-eluting stents (SESs) have shown similar results. 6 The biolimus-eluting stent (BES), with a biodegradable polymer, has not been previously compared with the everolimus-eluting stent (EES), as a secondgeneration DES. Additionally, everolimus is an analogue of sirolimus. The present study was, therefore, designed to compare the 1-year clinical outcome of percutaneous coronary intervention (PCI) between patients treated with the BES and those treated with the EES.
Methods
In a historical cohort design, from March 2008 to September 2011, all the patients treated with the PROMUS™ stent (EES, Abbott Vascular, USA) or the BioMatrix™ stent (BES, Biosensors International, Switzerland) for coronary artery stenosis at Tehran Heart Center were enrolled in this study and were followed up for 12 months. Data on these patients were extracted from a computerized database of prospectively recorded clinical and procedural information on standardized forms during the in-hospital period and at follow-up. Patients with various types of stents in the same or other vessels and those who had not continued dual antiplatelet therapy for up to 1 year were excluded. All the patients provided consent for the use of their records for research purposes, and the study protocol was approved by the local ethics committee.
PCI was performed by using standard interventional techniques. Before the index procedure, all the patients received ≥ 75 mg of aspirin and 300-600 mg of oral clopidogrel (75 mg once daily at least 3-5 days before the procedure or a 300-600 mg of oral loading dose before PCI). During the procedure, 7500-10000 of IU intravenous heparin boluses were administered, and glycoprotein IIb/ IIIa inhibitor was used at the discretion of the physician. Selecting the type of the stent was based on the availability of the stent and the appropriate stent size. At discharge, the patients continued to take at least 80 mg of aspirin daily for an indefinite period and clopidogrel daily (75 mg) for at least 12 months. The patients were followed up at 1, 6, and 12 months after PCI via clinic visits or telephone interviews.
The primary end points of this study were 1-year major adverse cardiac events (MACE), comprising death, myocardial infarction, target vessel revascularization, and target lesion revascularization. Target vessel revascularization was defined as any repeat percutaneous intervention or coronary artery bypass grafting of any segment of a previously treated vessel. Target lesion revascularization was defined as a clinically indicated percutaneous or surgical revascularization of an index lesion during the follow-up. The secondary end point was stent thrombosis, defined according to the Academic Research Consortium.
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The data are presented as mean ± standard deviation (SD) for the continuous variables and frequency (%) for the categorical variables. The Pearson chi-square or the Fisher exact test was utilized to compare the categorical variables, and the Student t-test or the Mann-Whitney test was employed to compare the continuous variables between the study groups, as required. The Kolmogorov-Smirnov test was applied to test for the normal distribution of the continuous variables. The Kaplan-Meier method was drawn upon to estimate the survival curve. The variables which were associated with both MACE and stent type simultaneously (p value ≤ 0.2) were assumed to be possible confounders. The Cox proportional hazard model was used to assess the adjusted association between the stent type and the followup outcome. Adjustment was performed on following variables: renal failure, previous bypass surgery, complete revascularization, and multivessel disease variables. A p value < 0.05 was considered statistically significant. The statistical analyses were conducted using SPSS 15 for Windows.
Results
A total of 949 patients (1018 lesions) were enrolled in the study. From these patients, 591 patients (630 lesions) received the PROMUS™ stent and 358 patients (388 lesions) were treated with the BioMatrix™ stent. The baseline patient characteristics are illustrated in Table 1 , and the baseline lesion and procedural characteristics are depicted in Table 2 . The baseline patient characteristics were similar between the 2 groups, with the exception of the frequencies of hypertension, multivessel disease, and history of bypass grafting, which were significantly higher in the BioMatrix™ group (Table 1) . A comparison of the lesion and procedure characteristics revealed a significant difference in the distribution pattern of the target vessel between the 2 groups (p value = 0.003): The left anterior descending artery was more common in the PROMUS™ group and the left circumflex artery was more common in the BioMatrix™ group. The mean stent diameter per lesion and the mean stent inflation pressure per lesion were higher in the EES group. Also, the mean stent length in the EES was significantly longer than that of the BES ( Table 2) .
The clinical outcomes at 1 year's follow-up after PCI are depicted in Table 3 . Fourteen (1.5%) patients did not complete their 12 months' follow-up; the follow-up duration for these patients was between 1 and 9 months, and they were considered as censored cases when performing the Cox proportional hazard model. Of these 14 patients, 9 (1.5%) were in the PROMUS™ group and 5 (1.4%) in the BioMatrix™ group (p value = 0.876). As is shown in Table 3 , the outcomes at 12 months were similar between the groups with respect to death, myocardial infarction, target vessel revascularization, target lesion revascularization, and stent thrombosis. Cumulative clinical MACE at 1 year's followup was 3.2% and 3.4% in the EES and the BES, respectively (p value = 0.925, HR (EES to BES) = 1.035, 95% CI: 0.50 to 2.13). Between the variables regarded as confounders, renal failure, previous bypass surgery, complete revascularization, and multi-vessel disease were significantly correlated with MACE. After adjustment on these variables, there was no statistically significant difference in terms of MACE between the PROMUS™ stent and the BioMatrix™ stent (p value = 0.598, HR (EES to BES) = 0.817, 95% CI: 0.39 to 1.73).The Kaplan-Meier curve of MACE-free survival is illustrated in Figure 1 . There was also no statistically significant difference as regards stent thrombosis between the 2 groups. 
Discussion
To our knowledge, this is the first study to compare the 1-year clinical outcome of PCI between patients treated with the BioMatrix™ stent (BES) and those treated with the PROMUS™ stent (EES). The majority of the studies in this field have focused on first-generation SESs as a reference, against which newer stents are compared.
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The salient finding of the present study was that the 1-year MACE of the PROMUS™ stent was similar to that of the BioMatrix™ stent among patients who underwent PCI. The result of a recent study by Klauss et al.
14 (LEADER) showed that, at 2 years' follow-up, the BES with a biodegradable polymer maintained a similar safety and efficacy profile as the SES with a durable polymer. In our study, the EES and the BES exhibited the same safety and efficacy rates in patients undergoing PCI; however, compared with the study by Klauss et al., the rate of MACE in the current study was low (1-y event rate = 3.3% vs. 11.4%). As is reported, more than three-quarters of the patients in the Klauss et al.
14 study received 1 or more DESs for an off-label indication, and early and late DES safety was inferior in the patients with off-label characteristics. 15, 16 All the patients in our study received clopidogrel at least for 12 months, while in the LEADERS study, 17 67.3% of the patients continued clopidogrel/thienopyridine for up to 12 months. The number of stent per patient was not reported in the Klauss et al. study, but this ratio in our study was relatively low in comparison with that in other similar studies. 15, 16, 18 This may explain the low MACE rate in the current study by comparison with the rate reported by the other studies. 13, 14, 18 Previous studies have reported that inflammation and hypersensitivity reaction, induced by durable polymer, may promote local thrombosis. 19 The BES has a biodegradable polymer, which is released during a 6-9 month period after stent deployment. Nevertheless, in the LEADER study, there was no significant difference between the SES and the BES in regard to stent thrombosis after 9 months to 24 months.
14 It is also worthy of note that in our study, according to Figure 1 , there was no significant difference in the rate of MACE-free survival between the EES and the BES at follow-up periods of 9-12 months. Longer-term follow-up periods are required to assess the effect of biodegradable polymer on reducing stent thrombosis.
In the EXCELLET (Efficacy of XIENCE™ / PROMUS™ Versus CYPHER ® to Reduce Late Loss After Stenting) trial, 13 there were no statistically significant differences in the rate of clinical events between the EES and the SES; moreover, the EES exhibited similar clinical efficacy compared with the SES at 12 months. Nonetheless, on the basis of the COMPARE trial, which compared efficacy and safety between the EES and the paclitaxel-eluting stent (PES), the 1-year outcome of the EES was more optimal than that of the PES with respect to stent thrombosis, myocardial infarction, target vessel revascularization, and target lesion revascularization. 20 Also in the SPIRIT IV trial, the EES as compared with the PES conferred a significant reduction in the rates of target lesion revascularization and target vessel revascularization.
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In the present study, patients treated with the EES had a significantly higher mean stent length and diameter; however, this difference was not clinically noticeable.
The present study is a non-randomized single-center investigation and may suffer from a bias inasmuch as it does not consider the probable factors that may influence stent selection. In this study, the patients did not undergo follow-up angiography, which precluded determination of the absolute rate of stent restenosis, and the focus was only on clinically-treated target lesion revascularization. Longerterm follow-up periods are required to assess the efficacy of stents with biodegradable polymer in reducing target lesion revascularization and stent thrombosis rates. This study is retrospective in its nature; accordingly, selection bias cannot be excluded.
Conclusion
At 1 year's follow-up, the BES (BioMatrix™ stent) and the EES (PROMUS™ stent) showed similar safety and efficacy rates in patients undergoing PCI with a relatively low rate of adverse events.
